Brachial plexus block (BPB) under ultrasound guidance has come to be widely used because the application of ultrasound can improve success rate of the procedure and prevent nerve injury. However, nerve injury has been reported following ultrasound-guided BPB.

We hypothesized that direct visualization of neural structures under ultrasound guidance in conjunction with real-time electrical nerve stimulation would help us prevent nerve injury and do more successful procedure. Here, we report the successful ultrasound-guided BPB using a conductive catheter, the EpiStim® (Sewoon Medical Co. Ltd, Seoul, Korea), placed through electrical nerve stimulation in a 50-year-old man undergoing thumb surgery for a chainsaw injury. Also, it is particularly useful to manage a peri- and postoperative pain control.

CASE REPORT
===========

A 50-year-old man presented to our hospital with a chainsaw injury to his right thumb. On admission, the patient exhibited sensory loss on the radial side due to an interphalangeal joint level injury. He was scheduled to undergo emergency surgery to restore the thumb. All laboratory tests performed for preoperative evaluation returned normal results. Upon arrival of the patient in the operating room, electrocardiography and pulse oximetry were initiated for vital sign monitoring. The patient was placed in the supine position with the arm abducted and externally rotated to 90°, and the axilla was sufficiently disinfected with Hibicol (2% chlorhexidine and 75% alcohol) and aseptically draped. The SonoSite M-Turbo (SonoSite®, Bothell, WA, USA) ultrasound device, a 38 mm, 7-12 MHz linear array transducer was covered with sterile transparent plastic wrap and placed in the patient\'s axillary wrinkles so that the axillary artery and nerves could be visible on the shorter side of the transducer. After the skin and subcutaneous tissue around the axillary wrinkles was anesthetized with 1% lidocaine, a Tuohy needle was positioned close to the brachial plexus under sonographic guidance ([Fig. 1](#F1){ref-type="fig"}).

An EpiStim® conductive catheter was inserted through the Tuohy needle and the guide wire within the catheter was connected to a peripheral nerve stimulator (MultiStim SENSOR, PAUJNK® GmbH Medizintechnologie, Geisingen, Germany) using a connector. The tip of the catheter was located near the radial nerve. The intensity of the stimulation was then gradually increased from 0.25 mA to 1.0 mA until the stimulation corresponding to the dermatome with lesions was confirmed. The minimum responsive stimulation intensity was 0.5 mA.

After confirming the exact location of the catheter in the brachial plexus through electrical nerve stimulation, the guide-wire was removed and 0.38% ropivacaine hydrochloride (Naropin®, AstraZeneca plc, London, UK) 15 ml was injected. Five minutes after the injection, sensory loss and decreased motor movements were confirmed. The catheter was subsequently secured to the skin with 2-0 black silk to prevent dislocation, and then dressings were applied for further fixation. The surgery lasted for over 150 min, dexmedetomidine hydrochloride (Precedex®, Hospira Inc., Lake Forest, IL, USA) was continuously injected at the rate of 0.5 µg/kg/min as a sedative. Immediately after the surgery, the patient was transferred to a recovery room. None of the common surgical complications such as nerve injury, hematoma, numbness, or paresthesia were observed. The patient was moved to the general ward an hour later, immediately following an injection of 10 ml of 0.38% ropivacaine through the catheter for pain control. He experienced mild postoperative pain, represented by a visual analog scale score of 2/10. The patient was expected to be discharged the day after the surgery, and the catheter was removed 12 h after the operation.

DISCUSSION
==========

BPB under ultrasound guidance has come to be widely used of late \[[@B1]\]. Utilization of ultrasound prevents many complications, including brachial plexus injury, vessel punctures, pneumothorax, and hemothorax, among others \[[@B2][@B3][@B4][@B5]\]. However, nerve injuries have been reported despite identification of the locations of various structures using ultrasound imaging prior to insertion of the needle close to the target nerve \[[@B6][@B7][@B8][@B9]\]. Thus we postulated that direct visualization of neural structures under ultrasound guidance in combination with real-time electrical nerve stimulation would help us prevent nerve injury.

The EpiStim® is an end-hole-type epidural catheter with a bent-tip conductive guide-wire ([Fig. 2](#F2){ref-type="fig"}). The conductive guide-wire can be used to deliver an electrical stimulation via the catheter tip, allowing the nerve to be electrically stimulated so that the corresponding dermatome will respond. So, through the use of electrical nerve stimulation, the catheter tip can be accurately placed close to the nerve innervating the surgical site.

In the present case, the intensity of nerve stimulation was gradually increased until the patient responding to the stimulation. The intensity of stimulation felt by the patient was found to be approximately 0.5 mA, which is the minimum value required to position the EpiStim® in a specific neuromuscular region. Motor response at very-low-current intensity (\<0.2 mA, 0.1 ms) may indicate intra-neural needle placement \[[@B10]\]. Therefore, this method can aid in preventing nerve injury during BPB induction.

Moreover, the EpiStim® is useful for pain control because it allows the local anesthetic agent to be continuously injected. In our case, one unfortunate point was that the patient was discharged 24 h after the operation, so the catheter was removed 12 h after the surgery. If the patient had been admitted for a longer period of time, the catheter could have been used more effectively for pain control. However, during his recovery, the patient was satisfied with his pain control, so we estimate that it was a good procedure. Although the EpiStim® is a high cost device and it has some economic limitation, it is a valuable device to prevent nerve injury and related complications.

In conclusion, ultrasound-guided BPB using a conductive catheter, the EpiStim®, placed through electrical nerve stimulation, can prevent nerve injury and allow identification of the exact location of the brachial plexus, which results in successful regional anesthesia and good peri- and postoperative pain control.
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![The EpiStim® catheter and nerve stimulator. The guidewire within the catheter can be connected to the nerve stimulator through a connecting catheter.](kjpain-28-287-g002){#F2}
